FINAL RULE/ February 20, 2002 RP028*

Title 33
ENVIRONMENTAL QUALITY
Part XV. Radiation Protection

Chapter 5. Radiation Safety Requirementsfor Industrial Radiographic Operations
8541. Locking of Sources of Radiation
A. he_maximum

souree-Hh-the-shieldedpesition. Each radiographic exposure device must have a lock or
outer locked container designed to prevent unauthorized or accidental removal of the
seadled source from its shielded position. The exposure device and/or its container must be
kept locked, with the key removed at all times for a keyed-lock, when not under the direct
survelllance of aradiographer, a radiographer's assistant, or a trainee except at permanent
radiographic_installations in _accordance with LAC 33:XV.585. In addition, during
radiographic operations the sealed source assembly must be secured in the shielded

position each time the source is returned to that position.

B. Each sealed source storage container and source changer must have alock
or outer locked container designed to prevent unauthorized or accidental removal of the
sealed source from its shielded position. Storage containers and source changers must be
kept locked, with the key removed at all times for a keyed-lock, when containing sealed
sources, except when under the direct surveillance of a radiographer, a radiographer's
assistant, or trainee.

AUTHORITY NOTE: Promulgated in accordance with R.S. 30:2001 et seq.

HISTORICAL NOTE: Promulgated by the Department of Environmental Quality,
Nuclear Energy Division, LR 13:569 (October 1987), amended by the Office of Air
Quality and Radiation Protection, Radiation Protection Division, LR 20:653 (June 1994),
amended by the Office of Environmental Assessment, Environmental Planning Division,
LR 27:1232 (August 2001), LR 28:




